§882.5910

used to cover bone edges of craniec-
tomy sites (sites where the skull has
been cut) to prevent the bone from re-
growing in patients whose skull su-
tures are abnormally fused together.

(b) Classification. Class Il (perform-
ance standards).

§882.5910 Dura substitute.

(a) Identification. A dura substitute is
a sheet or material that is used to re-
pair the dura mater (the membrane
surrounding the brain).

(b) Classification. Class Il (perform-
ance standards).

§882.5940 Electroconvulsive therapy
device.
(a) Identification. An

electroconvulsive therapy device is a
device used for treating severe psy-
chiatric disturbances (e.g., severe de-
pression) by inducing in the patient a
major motor seizure by applying a brief
intense electrical current to the pa-
tient’s head.

(b) Classification. Class Il (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See §882.3.

[44 FR 51730-51778, Sept. 4, 1979, as amended
at 52 FR 17740, May 11, 1987]

§882.5950 Artificial
vice.

(a) Identification. An artificial
embolization device is an object that is
placed in a blood vessel to permanently
obstruct blood flow to an aneurysm or
other vascular malformation.

(b) Classification. Class Il (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See §882.3.

[44 FR 51730-51778, Sept. 4, 1979, as amended
at 52 FR 17740, May 11, 1987]

embolization de-

§882.5960 Skull tongs for traction.

(a) Identification. Skull tongs for
traction is an instrument used to im-
mobilize a patient with a cervical spine
injury (e.g., fracture or dislocation).
The device is caliper shaped with tips
that penetrate the skin. It is anchored
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to the skull and has a heavy weight at-
tached to it that maintains, by trac-
tion, the patient’s position.

(b) Classification. Class Il (perform-
ance standards).
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Subpart B—Obstetrical and Gynecological
Diagnostic Devices

884.1040
884.1050
884.1060

Viscometer for cervical mucus.

Endocervical aspirator.

Endometrial aspirator.

884.1100 Endometrial brush.

884.1175 Endometrial suction curette and
accessories.

884.1185 Endometrial washer.

884.1300 Uterotubal carbon dioxide
insufflator and accessories.

884.1425 Perineometer.

884.1550 Amniotic fluid sampler

(amniocentesis tray).
884.1560 Fetal blood sampler.
884.1600 Transabdominal

(fetoscope) and accessories.
884.1630 Colposcope.

884.1640 Culdoscope and accessories.
884.1660 Transcervical endoscope

(amnioscope) and accessories.

884.1690 Hysteroscope and accessories.

884.1700 Hysteroscopic insufflator.

884.1720 Gynecologic laparoscope and acces-
sories.

884.1730 Laparoscopic insufflator.

amnioscope

Subpart C—Obstetrical and Gynecological
Monitoring Devices

884.2050 Obstetric data analyzer.

884.2225 Obstetric-gynecologic
imager.

884.2600 Fetal cardiac monitor.

884.2620 Fetal electroencephalographic mon-
itor.

884.2640 Fetal phonocardiographic monitor
and accessories.

884.2660 Fetal ultrasonic monitor and acces-
sories.

884.2675 Fetal scalp circular (spiral) elec-
trode and applicator.

884.2685 Fetal scalp clip electrode and appli-
cator.

884.2700 Intrauterine pressure monitor and
accessories.

ultrasonic
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